[Complete cusp rupture of Hancock pericardial bioprosthesis with systemic embolism. Apropos of a case].
The authors report the case of a systemic embolism of a cusp of a Hancock pericardial aortic bioprosthesis. This rare complication has not been previously reported to the authors' knowledge, and should lead to immediate valve replacement.